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1. ……………….. 
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Subject: Call for quotation FOR HORIZONTAL GEL ELECTROPHERSIS 

ASSAMBLY  

 

Dear Sir / Madam  

 

Please send your quotation by registered post / courier for horizontal gel 

electrophoresis assembly Mr. Khem Raj’ lab no 411 in Department of Microbiology, 

Panjab University, Chandigarh. While submitting the quotations please take in to 

consideration the following points.  

 

LAST DATE AND TIME FOR RECIPT OF QUOATATION  10th December 

2020 till 4:00 pm 

 

DATE AND TIME OF OPENING OF QUATATION  11th December 2020 till 

11:00 am 

 

The quotation should be in two separate bids i.e., Technical bid and Commercial bid 

(price bid). Technical bid should contain all the technical details of the product, 

literature / catalogue / quality certificates / customer list, supply term and conditions 

etc., along with an authority letter from the manufacturer in a sealed envelope clearly 

marked as Technical bid. 

 

Commercial bid (Price bid) should contain the information about the prices and the 

applicable taxes both in words and figures in sealed envelopes clearly marked as 

“Commercial Bid” 

 

 

Phone (0172) 2541770(Office) 
             09872692680 (Mob) 
             09041062680(Mob) 
Fax      (0172)2541770 
Email: ng.puchd@gmail.com 
 



TECHNICAL SPECIFAICATION OF THE Horizontal Gel Electrophoresis 

Assembly 

 

GENERAL TERMS AND CONDITIONS 

• Please quote F.O.R. destination Chandigarh only in INR. 

• The price should include all the charges, GST and other taxes. 

• Price should be quoted separately for the main equipment and the 

optional accessories. 

• All quotation should be received at Mr. Khem Raj’ Lab no 411, 

Department of Microbiology, Panjab University Chandigarh, and must 

be posted by Indian Postal Services either registered post or speed post. 

Horizontal Gel Electrophoresis Assembly  

   

Technical Specification 

Length of the Gel tray (cm) 70 

Width of the Gel tray (cm) 40 

Number of well combs 40 

Thickness of comb (mm) 1 

Construction of Unit (Moulded/Fabricated) Single Moulded 

Type of Electrodes (Fixed/Removable) REMOVABLE 

System should be provided with atleast three sets 

of output terminals to deliver constant voltage or 

current 

YES 

Output range voltage: 10-300v; current: 4-

400ma; power: 75 

watts or better 

Led display for voltage, current, power and time YES 

Safety feature Overload/short 

circuit detection; 

overvoltage 

protection 

Comprehensive Warranty in years 2 years 

Gel run at once 2-4 


